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The cross-correlation method allows phase-noise measurements of high-quality devices with very low noise levels, using reference
sources with higher noise levels than the device under test. To implement this method, a phase-noise analyzer needs to compute
the cross-spectral density, that is, the Fourier transform of the cross-correlation, of two time series over a wide frequency range,
from fractions of Hz to tens of MHz. Furthermore, the analyzer requires a high dynamic range to accommodate the phase noise of
high-quality oscillators that may fall off by more than 100 dB from close-in noise to the noise floor at large frequency offsets. This
paper describes the efficient implementation of a cross-spectrum analyzer in a low-cost FPGA, as part of a modern phase-noise
analyzer with very fast measurement time.

1. Introduction

Phase noise, the random phase fluctuations of a periodic sig-
nal, is an important parameter to characterize high-frequency
devices, in particular reference oscillators and microwave
synthesizers. Phase noise is important because it has a large
impact on the performance of many applications [1], such
as high-speed communications [2], radar, and precision
navigation [3].

There exist various methods for phase-noise measure-
ment, of which the cross-correlation method achieves the
best sensitivity and the widest frequency range, at the
expense of a relatively complex setup [4–6]. Various fully
automated integrated phase-noise analyzers that implement
this method are available on the market, for example, the
Anapico APPH6040/20G (7 or 26GHz), the Agilent E5052B,
or the Rohde & Schwarz FSUP.

In this paper, we will first review the basics of modelling
phase noise and give an outline of the associated terminology.
After that, the basics of phase-noise measurement methods
will be discussed. Finally, the design and implementation of
a novel cross-spectrum FFT analyzer in a low-cost FPGA are
described in detail.

2. Phase-Noise Modelling and Terminology

A perfect fixed-frequency oscillator without noise would
produce a perfect sine wave. In reality, any oscillator is
affected by internal random noise processes, such as thermal
and flicker noise, as well as aging and external influences,
such as temperature and vibrations. To be able to characterize
the phase noise of a real oscillator, its output signal can be
modelled by

𝑉 (𝑡) = (𝑉
0
+ 𝜖 (𝑡)) sin (2𝜋]

0
𝑡 + 𝜙 (𝑡)) , (1)

where 𝜙(𝑡) denotes the random phase fluctuations, 𝑉
0
the

nominal amplitude, and ]
0
the nominal frequency. The ran-

dom amplitude fluctuations 𝜖(𝑡) can generally be neglected
for high-quality oscillators [7].

Phase fluctuations are characterized in the frequency-
domain by their one-sided power spectral density 𝑆

𝜙
(𝑓),

defined as

𝑆
𝜙
(𝑓) = 𝜙

2
(𝑓)

1

BW
[rad2/Hz] , (2)

where 𝜙(𝑓) is the root mean squared (rms) phase fluctua-
tion and BW is the measurement bandwidth. The Fourier
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frequency 𝑓 ranges from 0 to∞ in this one-sided spectrum
which contains the power of both sidebands around the
nominal frequency [8].

The standard measure of phase noise in the frequency-
domain is the single-sideband phase-noise L(𝑓) defined by
the IEEE standard 1139 [8] as

L (𝑓) ≡
1

2
𝑆
𝜙
(𝑓) . (3)

L(𝑓) is usually specified in dBc/Hz, that is, dB below the
carrier in a 1Hz bandwidth.

3. Measuring Phase Noise

The simplest phase-noise measurement method is the direct
spectrummeasurement using a spectrum analyzer. However,
this method is only suitable for sources with relatively high
noise because the phase noise of the spectrum analyzer must
be significantly lower than the noise of the device under
test. Furthermore, the dynamic range of this method is very
limited because the carrier signal is not suppressed.

Another class of measurement methods are the
frequency-discriminator methods. The advantage of these
methods is that they do not require a reference oscillator.
However, these methods cannot achieve the sensitivity of the
phase detector methods described below [6].

The method whose implementation is described in
Section 4 is the cross-correlation method. Therefore, the
remainder of this sectionwill first describe the single-channel
quadraturemethod,which is the basis of the cross-correlation
method, before the cross-correlation method is explained.

3.1. QuadratureMethod Phase-NoiseMeasurement. Thebasic
principle of the quadrature method is depicted in Figure 1.
The device under test (DUT) signal is mixed with a reference
(REF) signal at the same frequency using a phase detector
mixer. A phase locked loop (PLL) ensures that the DUT and
REF signals stay in phase quadrature during the measure-
ment, so that the output of the mixer (after low-pass filtering)
will be approximately proportional to the phase fluctuations
of the input signals. Thus, the mixer operates as a phase
detector. The output voltage can then be measured using a
baseband FFT spectrum analyzer [6].

The main disadvantage and the limiting factor for the
measurement accuracy of this method is that the reference
source must exhibit significantly lower phase noise than the
DUT because any noise on the reference is added to the
DUT noise. One possible solution of this problem is to use
two identical sources as DUT and reference, so that the two
sources contribute the same amount of noise to the output.
The measured noise power is then twice the noise power of a
single source, assuming the phase noise of the two sources is
uncorrelated.

Another disadvantage of the quadrature method is that
the PLL forms a high-pass filter for the phase noise, as it
inherently tries to compensate for phase fluctuations. There-
fore, the PLL loop bandwidth must be made substantially
lower than the lowest required noise frequency. Depending

DUT

REF
Loop filter

Spectrum
analyzer

Figure 1: Block diagram of the quadrature method. The reference
oscillator (REF) is phase-locked to the device under test (DUT).
The output of the phase detector (mixer) is first amplified with a
low noise amplifier and then measured with a baseband spectrum
analyzer.

DUT
REF1 Loop filter Cross-

spectrum
analyzer

REF2 Loop filter

Figure 2: Block diagram of the cross-correlation method. This
method uses two independent reference sources (REF1, REF2) and
phase detectors (mixers). The two baseband outputs are measured
with a cross-spectrum analyzer.

on the frequency stability of the DUT and reference, the loop
bandwidth cannot be made arbitrarily small because the PLL
might lose lock [6]. Therefore, the high-pass effect of the
PLL is often canceled after the measurement, using signal
processing.

3.2. The Cross-Correlation Method. The cross-correlation
method solves the problem of the reference source noise
by using two independent reference sources and phase-
detector circuits (see Figure 2). The basic reasoning behind
this method is that the noise of the reference sources can be
averaged away by cross-correlating and averaging the outputs
of the two mixers [4, 5]. In practice, the noise floor can be
improved by about 20 dB over the single-channel quadrature
method [9].

In a cross-spectrum FFT analyzer, the discrete Fourier
transforms (DFTs) of the two input signals are computed and
the DFTs aremultiplied pointwise, taking the complex conju-
gate of one signal, to obtain an estimate of the cross-spectrum.
Several of these cross-spectra can then be averaged.

The uncorrelated noise products will have random ampli-
tude and phase in the DFT and will therefore be elimi-
nated by the averaging; they will decrease proportionally to
1/√𝑚, where 𝑚 denotes the number of averages, if they are
completely uncorrelated. This means that the measurement
sensitivity will be increased by at most 5 dB for a tenfold
increase in the number of averages [9].

However, for the correlated part of the noise, the product
equals the squared magnitude. Therefore, more averages
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Figure 3: Architecture of the cross-spectrum analyzer and the signal processing inside the FPGA.

will improve the estimation of the correlated noise, that is,
the phase noise of the DUT. Once the uncorrelated noise
is averaged away, the variance of the power estimate will
decrease proportionally to 1/𝑚 [5, 10].

In effect, we can accurately measure a noise source that
has a lower noise level than the noise floor of a single
measurement channel by using the cross-correlationmethod.
An extensive tutorial of the cross-correlation method can be
found in [5].

4. FPGA Cross-Spectrum
Analyzer Implementation

This section describes the implementation of a wideband
cross-spectrum analyzer for phase-noise measurement in a
low-cost Spartan-6 FPGA (Field Programmable Gate Array)
from Xilinx.

Figure 3 shows an overview of the complete cross-
spectrum analyzer. The two analog input channels A and B
are connected to two independent quadrature measurement
systems, as depicted in Figure 2.The inputs are digitized using
a high dynamic range ADC (Analog-to-Digital Converter)
operating at a sampling rate of 100 to 150MHz. Sufficient
ADC resolution is required to cope with largely changing
phase-noise profiles.

Inside the FPGA, the two channels are processed by
a cascade of decimators with downsampling factors of 10
and then fed to the signal processing stages to compute the
cross-spectral density of the two channels. Decimating by a
factor of 10 has the advantage that the resulting plot has a
constant number of samples per decade.Multiple correlations
are summed up in an accumulator memory for averaging in
every stage. The accumulated correlations are read out via a
softcore microprocessor that provides the output interface.
Figure 4 shows the architecture of one signal processing stage.
The first signal processing stage operates at the full ADC
sampling rate of 125MHz and each following stage operates
at a sampling rate ten times smaller than the preceding stage.
This architecture simultaneously produces an estimation of
the cross-spectral density in multiple, logarithmically spaced
frequency ranges. The samples with the lowest sampling rate,

Window

FFT

Split

Accumulate

Real signal

xcorr

Complex signal

CH A CH B
Stage n

Figure 4: Architecture of one signal processing stage. One complex
FFT block, in combination with a split block, is used to compute the
DFTs of the two real input channels.

which come out of the last downsampling stage, are not
processed in a hardware signal processing block but are stored
in a FIFO memory (first in, first out). The FIFO memory is
periodically read out by the microprocessor and the signal
processing for these low-frequency samples is performed in
software.

The logarithmically spaced frequency ranges are impor-
tant because phase-noise power spectral densities are always
plotted in a log-log scale. In the low-frequency range, the
frequency resolution therefore needs to bemuch smaller than
in the high-frequency range.When computing theDFT (Dis-
crete Fourier Transform) of a signal, the frequency resolution
is proportional to 𝑓

𝑠
/𝑁DFT, where 𝑓𝑠 is the sampling rate

and 𝑁DFT is the length of the DFT in samples. To obtain a
frequency resolution of 1Hz at a sampling rate of 125MHz,
a length of 𝑁DFT = 125 ⋅ 10

6 samples would be required.
This is clearly infeasible on a platform with limited memory
resources. However, if the FFT block for the lowest frequency
range operates at a sampling rate of only 125Hz, the frequency
resolution with𝑁DFT = 1024 is 0.122Hz.
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Figure 5: Frequency responses of the CIC filter, FIR filter, and combined filter.The CIC filter and FIR filter have downsampling rates of 5 and
2, respectively. The frequency axis is relative to the input sampling rate.

Table 1: Number of required multipliers for optimal FIR filter
implementation, depending on the decimation-rate allocation.

𝑅CIC 𝑅FIR 𝑁coeff 𝑁mult

1 10 119 6
2 5 72 4
5 2 31 2

Another benefit of this architecture is that the measure-
ment time to obtain one estimate of the power spectral
density is dramatically reduced in the high-frequency ranges.
If we again assume a frequency-resolution requirement of
1Hz and want to estimate the spectral density using one FFT,
we would require a measurement time of 1 s, because the
measurement time is inversely proportional to the frequency
resolution. Using the implemented architecture, we can per-
form multiple FFTs and correlations in the high-frequency
stages in parallel, while the lowest-frequency stage may only
be able to perform one correlation in the given measurement
time.

4.1. Decimation. The cascade of decimators provides
antialiasing filtering and downsampling for the FFT stages.
The first decimator stage operates at an input sampling
rate of 125MHz and is downsampled to 12.5MHz. It was
implemented as a combination of a cascaded integrator comb
(CIC) filter [11] and a subsequent finite impulse response
(FIR) filter. This configuration was chosen to minimize the
number of required multipliers, which are a limited resource
in low-cost FPGAs.

The required specification for the decimation filter was
alias suppression of at least 60 dB and passband flatness of
0.1 dB. The transition bandwidth should not exceed 50% of
the output bandwidth.This means that the usable bandwidth
is 75% of the total output bandwidth.

For example, if such a filter was implemented as a single
FIR filter, the number of required coefficients would be over
a hundred; see Table 1. The number of multipliers required
for the implementation of an FIR filter in an FPGA can be
estimated by dividing the number of coefficients 𝑁coeff by
the hardware-oversampling rate.Thehardware-oversampling

rate is just the hardware clock rate 𝑓clk, divided by the output
sampling rate of the filter 𝑓

𝑠,out. In this example, the number
of multipliers is

𝑁mult ≈ ⌈
𝑁coeff𝑓𝑠,out

𝑓clk
⌉ = ⌈

119 ⋅ 12.5MHz
125MHz

⌉ = 12. (4)

If the filter coefficients are symmetric, the number of required
multipliers can be approximately halved. Consequently, this
filter could theoretically be implemented using six multipli-
ers.

To reduce the number of required multipliers, it is often
beneficial to choose a filter configuration consisting of a
CIC filter followed by an FIR filter and distribute the overall
downsampling between the two filters [12]. The advantage of
CIC filters is that they do not require multipliers but only
adders. Their main drawback is that the passband is not flat
(passband droop). However, an FIR filter following the CIC
can be used to compensate for the passband droop and also
sharpen the transition from the passband to the stopband.

Theoretically there are four different possibilities to dis-
tribute the downsampling rate of 10 between two filters:
(1, 10), (2, 5), (5, 2), and (10, 1). The last theoretical option
would only use a CIC decimation filter with a downsam-
pling factor of 10. However, such a filter cannot meet the
requirements. The remaining three options were tested for
the number of multipliers they require; see Table 1. The
filter configuration with 31 symmetric FIR coefficients, which
theoretically only requires twomultipliers, was chosen for the
implementation. Figure 5 shows the frequency response of
the CIC filter, the FIR filter, and the combined filter with the
points of maximum aliasing and passband droop.

The number of actually used multipliers depends on how
well the algorithm that synthesizes the netlist for the FPGA
can exploit the hardware oversampling and the coefficient
symmetry. Furthermore, it also depends on the bit-width of
the data and coefficients. For this example, the Xilinx tools
generated a filter using three multipliers.

4.2. Windowing and Overlapping. Windowing is performed
before the FFT to prevent spectral leaking. The implemented
window is a 4-term minimum-sidelobe Blackman-Harris
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window that has large sidelobe suppression of 92 dB but a
relatively large equivalent noise bandwidth (ENBW) of 2 bins
[13]. The ENBW has to be taken into account to correct the
estimated power spectral density.

To increase the number of available FFT samples for
averaging, stage 3 to stage 5 employ an overlapping block
in front of the windowing. This technique accelerates the
convergence of the averaged power spectral densities, which
is important to reduce the measurement time at the lower
sampling rates.

When the squared magnitude of 𝐾 independent and
identically distributed samples are averaged, the variance of
the average 𝜎2avg will decrease by

𝜎
2

avg

𝜎2samp
=
1

𝐾
. (5)

If overlapping of 50% is used, the individual FFT samples
are correlated. This means that the variance will decrease
more slowly. A good approximation of the variance reduction
(for more than ten averages) is

𝜎
2

avg

𝜎2samp
≈
1

𝐾
[1 + 2𝑐

2
(0.5)] , (6)

where 𝑐(0.5) is the correlation coefficient of the window for
50% overlap [10]. The overlap correlation coefficient of the
window used is only 𝑐(0.5) = 3.8%. This means that the
variance of the average will approximately be reduced as if
the individual FFT samples were uncorrelated.

4.3. Two-Channel FFT. The FFT blocks compute the Dis-
crete Fourier Transforms (DFT) of the two windowed input
sequences using intellectual property (IP) cores from Xilinx.
The length of the DFT at all stages is 1024 samples; the bit-
width of the input and output sequences increases substan-
tially from the first stage to the last stages to accommodate
the larger dynamic range in the low-frequency stages.

The FFT IP cores compute the standard DFT, which takes
one complex-valued input sequence to produce one complex-
valued output sequence. In this application, however, we need
to compute the DFTs of two real-valued input sequences at
the same time. The simplest solution to this problem would
be to use two independent FFT cores but thiswould be awaste
of FPGA resources.

To save resources, we use the well-known trick for
computing the DFTs of two real sequences using only one
complex DFT [14]. To explain how this works, we start by
defining the DFT of a sequence 𝑥(𝑛) of length𝑁 as

𝑋(𝑘) =

𝑁−1

∑

𝑛=0

𝑥 (𝑛) 𝑒
−𝑗2𝜋𝑘𝑛/𝑁

, 𝑘 = 0, 1, . . . , 𝑁 − 1. (7)

If𝑥(𝑛) is real-valued,𝑋(𝑘)has a complex conjugate symmetry
about𝑁/2; that is,

𝑋 (𝑁 − 𝑘) = 𝑋
∗
(𝑘) , 𝑘 = 1, 2, . . . , 𝑁 − 1. (8)

In other words, the real component of 𝑋(𝑘) exhibits even
symmetry and the complex component odd symmetry.

We can exploit this symmetry to compute theDFTs of two
real sequences 𝑥(𝑛) and 𝑦(𝑛) by computing the DFT of the
complex input sequence 𝑧(𝑛) = 𝑥(𝑛) + 𝑗𝑦(𝑛). Because the
DFT is linear, the transformed sequence is simply

𝑍 (𝑘) = DFT [𝑥 (𝑛) + 𝑗𝑦 (𝑛)]

= {𝑋
𝑟 (𝑘) − 𝑌𝑖 (𝑘)} + 𝑗 {𝑋𝑖 (𝑘) + 𝑌𝑟 (𝑘)}

= 𝑍
𝑟
(𝑘) + 𝑗𝑍

𝑖
(𝑘) ,

(9)

where we used the indices 𝑟 and 𝑖 to denote the real and
imaginary components. Now we can split 𝑍(𝑘) by separating
the even and odd parts of its real and complex components to
get the DFTs of 𝑥(𝑛) and 𝑦(𝑛) as follows:

𝑋 (𝑘) =
1

2
{𝑍
𝑟 (𝑘) + 𝑍𝑟 (𝑁 − 𝑘)}

+ 𝑗
1

2
{𝑍
𝑖
(𝑘) − 𝑍

𝑖
(𝑁 − 𝑘)} ,

𝑌 (𝑘) =
1

2
{𝑍
𝑖
(𝑁 − 𝑘) + 𝑍

𝑖
(𝑘)}

+ 𝑗
1

2
{𝑍
𝑟
(𝑁 − 𝑘) − 𝑍

𝑟
(𝑘)} .

(10)

Because of their symmetry, we only need to compute 𝑋(𝑘)
and 𝑌(𝑘) for 𝑘 = 0, 1, . . . , 𝑁/2.

Using this algorithm, the cost of computing the DFT
of two real, length-𝑁 sequences is equal to the cost of
one complex length-𝑁 FFT plus two additions per complex
output sample. The memory cost is also increased, compared
to one complex FFT, because the complete FFT output
sequence has to be stored before splitting can be performed.

4.4. Cross-Correlation and Vector-Averaging. After the split-
ting block, the two transformed sequences are multiplied
using a complex multiplier block to compute the complex-
valued cross-spectrum. Before multiplication, the imaginary
part of the sequence from channel b is inverted to obtain the
complex conjugate. Finally,multiple correlations are summed
up in an accumulatormemorywhich can accommodatemore
than 10,000 correlations. The accumulator memories of all
stages can then be read out and the averaged cross-spectrum
can be displayed to the user.

5. Measurements

The cross-spectrum analyzer described above was success-
fully implemented in the commercially available APPH6040
signal source analyzer from Anapico [15]. Figures 6 and
7 show example phase-noise measurements with the
APPH6040, demonstrating the excellent sensitivity achieved
by the cross-correlation method. To that end, two traces are
plotted in both figures. One trace shows the result of only
one correlation, whereas the other trace shows the average
of many correlations, which results in a significantly lower
noise floor.
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trace shows a measurement with only one correlation. The blue trace shows a measurement with 106 correlations in stage 0 (5–50MHz), 105
correlations in stage 1 (0.5–5MHz), and so on. Both measurements were performed with the internal reference sources of the APPH6040.
Same measurement time of ca. 11 sec for both measurements.
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(blue) and maximum correlation (brown) per individual decades. Same measurement time of 1.2 sec for both traces.

6. Conclusion

We have presented the implementation of a novel cross-
spectrum FFT analyzer architecture for phase-noise mea-
surements, which was successfully integrated into the com-
mercially available APPH6040 signal source analyzer from
Anapico.

Several efficient signal processing techniques had to be
employed to enable integration of the FFT analyzer into
a low-cost FPGA. For example, the use of CIC filters for
signals with high sample rates dramatically reduces the

number of required hardwaremultipliers, a scarce resource in
low-cost FPGAs. Furthermore, the successive downsampling
architecture uses FFT blocks with small length to cover a
large measurement bandwidth, which saves memory inside
the FPGA.
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